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Abstract 


The  Tailored  Polymers  Group  DRDC  Atlantic  is  involved  in  the  development  of  dielectric 
polymer  actuators.  As  part  of  this  research  effort,  the  effect  of  orientation  on  the  polymer 
properties  will  be  investigated.  This  requires  the  design  and  fabrication  of  an  apparatus  to 
introduce  biaxial  strains  into  thin  polymer  films. 

This  report  describes  the  work  by  Martec  Limited  to  design  and  build  such  an  apparatus.  The 
design  allows  for  strains  between  100%  and  500%  to  be  applied  with  the  amount  of  strain 
controlled  by  the  initial  gage  length  of  the  specimens.  The  apparatus  allows  the  strain  in  the 
polymer  to  be  maintained  after  the  applied  load  has  been  removed.  Initial  testing  showed  that 
the  device  is  capable  of  introducing  and  maintaining  biaxial  strain  in  two  polymer  dielectric 
materials.  The  maximum  strain  produced  during  initial  testing  was  108.8%,  however  this  was 
limited  by  the  properties  of  the  supplied  materials. 


Resume 


Le  Groupe  des  polymeres  adaptes  de  RDDC  Atlantique  travaille  a  la  fabrication  d’actionneurs 
polymeres  dielectriques.  Dans  le  cadre  des  travaux  de  recherche,  on  etudiera  l’effet  de 
1’ orientation  sur  les  proprietes  des  polymeres.  A  cette  fin,  il  faut  concevoir  et  fabriquer  un 
appareil  permettant  de  creer  des  deformations  biaxiales  dans  des  films  polymeres  minces. 

Le  present  rapport  decrit  les  travaux  effectues  par  Martec  Limited  pour  la  conception  et  la 
fabrication  d’un  tel  appareil.  Celui-ci  permet  d’obtenir  des  deformations  allant  de  100  %  a 
500  %,  le  niveau  de  deformation  etant  fonction  de  la  distance  initiale  entre  reperes  des 
eprouvettes.  L’ appareil  permet  de  maintenir  la  deformation  dans  le  polymere  apres  la 
suppression  de  la  charge  appliquee.  L’essai  initial  a  montre  que  1’ appareil  permet  de  creer  et 
de  maintenir  une  deformation  biaxiale  dans  deux  materiaux  polymeres  dielectriques.  La 
deformation  maximale  produite  dans  l’essai  initial  etait  de  108,8  %,  mais  elle  etait  limitee  en 
raison  des  proprietes  des  materiaux  fournis. 
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Executive  summary 


Introduction 

The  Tailored  Polymers  Group  DRDC  Atlantic  is  involved  in  the  development  of  dielectric 
polymer  actuators.  The  response  (strain)  of  polymer  actuators  is  directly  proportional  to  the 
square  of  the  breakdown  voltage  of  the  polymer.  Therefore  factors  that  increase  the  polymer 
breakdown  voltage  will  result  in  marked  improvements  in  the  performance  of  an  actuator. 

One  of  these  factors  is  the  introduction  of  prestrain  to  the  polymer.  As  part  of  this  research 
effort,  the  effect  of  polymer  orientation  (prestrain)  on  the  performance  of  these  actuators  is  to 
be  investigated.  This  requires  the  design  and  fabrication  of  an  apparatus  to  introduce  biaxial 
strains  into  thin  polymer  films. 

Results 

An  apparatus  to  introduce  biaxial  strains  into  thin  polymer  films  was  successfully  designed, 
fabricated  and  its  performance  demonstrated.  Initial  testing  has  shown  that  the  device  is 
capable  of  introducing  and  maintaining  biaxial  strain  in  polymer  dielectric  materials.  The 
average  strains  obtained  at  the  center  of  the  specimens  were  69.8%  (2.75  inch  gage  length) 
and  108.8%  (2.0  inch  gage  length).  The  materials  tested  were  not  capable  of  maintaining 
higher  strains  in  a  biaxial  loading  condition. 

The  strain  at  the  center  of  the  specimen  was  55-59%  lower  than  calculated  based  on  the  initial 
gage  length  due  to  the  compliance  of  the  specimen  arms  and  displacement  near  the  clamps. 
Allowances  for  the  arm  compliance  and  displacement  near  the  clamps  should  be  made  when 
determining  the  initial  gage  length  and  desired  final  strains. 

Significance 

The  apparatus  will  allow  controlled  study  of  the  effect  of  strain  on  the  performance  of 
polymer  dielectric  materials.  This  is  important  in  optimizing  the  performance  of  polymer 
dielectric  actuators. 
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Sommaire 


Introduction 

Le  Groupe  des  polymeres  adaptes  de  RDDC  Atlantique  travaille  a  la  fabrication  d’actionneurs 
polymeres  dielectriques.  La  reponse  (deformation)  des  actionneurs  polymeres  est  directement 
proportionnelle  au  carre  de  la  tension  de  claquage  du  polymere.  Par  consequent,  les  facteurs 
qui  accroissent  la  tension  de  claquage  des  polymeres  produisent  des  ameliorations  marquees 
des  performances  d’un  actionneur.  Un  de  ces  facteurs  consiste  en  la  creation  d’une 
predeformation  dans  le  polymere.  Dans  le  cadre  des  travaux  de  recherche,  on  etudiera  l’effet 
de  1’ orientation  (predeformation)  du  polymere  sur  les  performances  des  actionneurs.  A  cette 
fin,  il  faut  concevoir  et  fabriquer  un  appareil  permettant  de  creer  des  deformations  biaxiales 
dans  des  films  polymeres  minces. 

Resultats 

On  a  congu  et  fabrique  avec  succes  un  appareil  permettant  de  creer  des  deformations  biaxiales 
dans  des  films  polymeres  minces,  et  on  a  fait  la  demonstration  de  ses  performances.  L’essai 
initial  a  montre  que  1’ appareil  permet  de  creer  et  de  maintenir  une  deformation  biaxiale  dans 
des  materiaux  polymeres  dielectriques.  Les  deformations  moyennes  obtenues  au  centre  des 
eprouvettes  etaient  de  69,8  %  (distance  entre  reperes  de  2,75  pouces)  et  108,8  %  (distance 
entre  reperes  de  2,0  pouces).  Dans  les  materiaux  utilises  pour  les  essais,  il  etait  impossible  de 
maintenir  des  deformations  superieures  sous  chargement  biaxial. 

La  deformation  au  centre  de  l’eprouvette  etait  de  55  a  59  %  inferieure  a  la  deformation 
calculee  en  fonction  de  la  distance  initiale  entre  reperes,  en  raison  de  la  souplesse  des  bras  de 
l’eprouvette  et  du  deplacement  au  voisinage  des  pieces  de  fixation.  On  devrait  prevoir  des 
tolerances  pour  la  souplesse  des  bras  et  pour  le  deplacement  au  voisinage  des  pieces  de 
fixation  lorsqu’on  determine  la  distance  initiale  entre  reperes  et  les  deformations  finales 
voulues. 

Portee 

L’ appareil  permet  1’ etude  controlee  de  l’effet  de  la  deformation  sur  les  performances  de 
materiaux  polymeres  dielectriques.  Cet  aspect  est  important  pour  1’ optimisation  des 
performances  des  actionneurs  polymeres  dielectriques. 
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1.  Introduction 


One  of  the  research  efforts  at  DRDC  Atlantic  involves  the  development  of  dielectric  actuators. 
The  effect  of  orientation  on  the  polymer  dielectric  properties  is  to  be  investigated  as  part  of 
this  research  effort.  In  support  of  these  material  characterization  activities,  a  biaxial  strain 
apparatus  was  required.  Martec  Limited  was  contracted  to  design  such  an  apparatus  for 
DRDC  Atlantic.  This  report  describes  the  design,  fabrication,  testing  and  installation  of  the 
apparatus  to  introduce  biaxial  strains  into  thin  polymer  films.  The  device  will  also  allow  the 
operator  to  remove  the  strained  polymer  from  the  device  while  maintaining  the  introduced 
strain. 
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2.  Design  of  a  Biaxial  Strain  Apparatus  for  Thin  Film 
Dielectric  Polymer 

2.1  Design  Requirements 


Requirements  for  the  device  were  specified  as  follows: 

1.  The  apparatus  will  introduce  strains  between  100%  and  500%. 

2.  Once  the  desired  strain  is  reached,  the  apparatus  will  allow  for  subsequent  analysis  or 
post-cure  treatment  of  the  strained  polymer. 

3.  The  apparatus  will  accommodate  samples  with  initial  gage  lengths  ranging  from  1  to  3 
inches.  Gage  length  refers  to  unstrained  length  of  the  polymer. 

4.  The  apparatus  must  contain  electrodes  to  allow  a  voltage  to  be  applied  to  the  material  in 
its  strained  state. 

The  apparatus  must  be  capable  of  use  with  existing  test  frames  and  as  a  manually  driven 

device. 


2.2  General  Approach 


The  apparatus  consists  of  four  rails  that  will  clamp  the  four  sides  of  the  specimen.  The  basic 
operation  of  the  device  is  shown  in  Figure  1.  Initially  the  specimen  is  clamped  to  two  rails  and 
rails  separated.  The  second  set  of  rails  is  attached  to  the  first  set  of  rails  and  the  free  sides  of 
the  specimens  clamped.  The  attachment  of  the  second  set  of  rails  to  the  first  set  of  rails 
allows  the  second  set  of  rails  to  move  perpendicular  to  the  first  while  maintaining  the  distance 
between  the  first  set  of  rails,  and  therefore,  the  strain  in  that  direction.  The  second  set  of  rails 
is  then  moved  apart  and  locked  in  place  to  maintain  the  strain  in  the  second  direction. 

The  rails  are  designed  such  than  they  can  be  attached  to  a  variety  of  test  frames.  Load  and 
displacement  of  the  specimen  are  measured  by  the  test  frame.  One  of  the  test  frames  used  for 
testing  dielectric  actuators  utilizes  a  chamber  to  prevent  electric  discharge  when  applying  high 
voltage  fields.  The  apparatus  was  designed  to  operate  within  this  chamber.  If  load  and 
displacement  measurements  are  not  required,  strain  can  be  introduced  by  separating  the  rails 
manually. 

A  grid  pattern  deposited  on  the  surface  of  the  specimen  prior  to  testing  is  used  to  determine 
the  strain  in  the  specimen.  Digital  images  of  the  patterns  taken  prior  to  and  after  biaxial 
stretching  are  used  to  determine  the  detailed  strain  patterns. 
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2.3  Design  Details 


The  assembly  drawing  and  a  photograph  of  the  apparatus  are  shown  in  Figures  2  and  3 
respectively.  Detailed  machine  drawings  are  given  in  Appendix  A.  The  rails  and  clamp 
blocks  are  machined  from  PVC.  Up  to  4  plastic  fasteners  can  be  used  to  attach  each  clamp 
block  to  the  rails.  However,  it  was  discovered  during  testing  that  2  fasteners  per  clamp  block 
were  sufficient  to  hold  the  specimens.  Two  of  the  clamp  blocks  contain  0.5”  diameter  brass 
electrodes  for  applying  a  voltage  to  the  specimen.  The  surfaces  of  the  clamp  electrodes  were 
ground  with  320  grit  paper,  whereas  the  other  clamping  surfaces  were  left  in  their  as- 
manufactured  finish.  The  side  rails  contain  a  T-shaped  slot  to  accommodate  the  top  and 
bottom  rails.  These  slots  had  to  be  enlarged  slightly  to  allow  for  the  relaxation  of  the  PVC 
material  after  milling  the  slots.  The  slots  were  also  machined  to  provide  0.010”  difference  in 
elevation  between  the  side  rails  and  top  and  bottom  rails.  This  elevation  difference  allows  the 
side  rails  to  pass  underneath  a  specimen  clamped  to  the  top  and  bottom  rails.  The  rails  are 
locked  in  place  by  installing  plastic  fasteners  in  the  holes  at  the  end  of  the  rails. 


2.4  Specimen  Design  and  Fabrication 


The  final  gage  length  between  the  rails  is  approximately  6”  and  therefore  the  initial  gage 
length  of  the  specimen  will  determine  the  amount  of  strain  developed  in  the  specimen.  Note 
that  due  to  the  nature  of  the  materials  there  will  be  some  slip  at  the  clamp  blocks  during 
loading  so  the  effective  final  gage  length  will  be  less  than  6”.  The  shape  of  the  specimen  used 
during  initial  testing  was  a  cross-shaped  section  (see  Figure  4).  The  4  arms  of  the  specimen 
are  clamped  to  the  side  rails.  A  large  radius  is  used  between  the  arms  to  reduce  the  stress 
concentration  at  these  locations.  Care  must  be  taken  when  cutting  the  specimens  to  prevent 
any  defects  that  could  act  as  stress  raisers  and  initiate  failure  of  the  specimens  before  the 
desired  strain  is  achieved. 

A  grid  pattern  was  applied  to  the  specimens  before  cutting  them  from  the  sheet  of  material. 
Ballpoint  pens  were  used  to  apply  the  marking  on  the  specimens.  It  was  important  that  the 
pen  did  not  require  much  force  to  operate,  as  light  pressure  was  required  to  prevent  tearing  of 
the  material.  Best  results  were  achieved  with  medium  point  “Gel”  ballpoint  pens.  Felt  tip 
markers  were  not  used,  as  there  was  concern  the  solvent  in  the  ink  could  damage  the 
specimen.  Water  based  inks  were  also  tried  however  they  did  not  adhere  well  to  the  test 
samples. 
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Figure  1.  Sketch  of  general  approach  for  proposed  apparatus:  A)  specimen  (yellow)  clamped  to 
first  set  of  rails,  B)  second  set  of  rails  clamped  to  sides  of  strained  specimen,  and  C)  specimen 
strained  in  both  directions  and  rails  locked  in  place  at  the  end  of  test. 
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Figure  2.  Assembly  drawing  of  the  apparatus  (fasteners  not  shown,  dimensions  in  inches). 
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Figure  3.  Photograph  of  the  apparatus.. 


Figure  4.  Specimen  configurations.  Left:  Specimen  G P-3-51  with  2.75”  gage  section.  Right:  Specimen 

HSIH-ALS05  with  2”  gage  section. 
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3.  Demonstration  of  the  Biaxial  Strain  Apparatus 


Experimental  testing  was  performed  to  verify  the  operation  and  performance  of  the  apparatus. 
The  strain  produced  in  the  test  specimens  was  characterized  by  observing  the  geometric 
displacement  changes  of  a  grid  pattern  deposited  on  to  the  surface  of  the  specimens  prior  to 
testing.  The  results  from  two  specimens  are  given  in  Figures  5  and  6.  In  both  cases  the 
specimens  were  loaded  manually.  The  specimens  were  left  for  several  hours  before  strain 
measurements  were  taken  to  allow  for  potential  relaxation  of  the  specimen. 

Specimen  GP-3-51,  shown  in  Figure  5,  developed  an  average  strain  of  69.8%  in  its  central 
section  (measured  along  the  4  lines  radiating  from  the  center  of  the  specimen).  The  strains  at 
the  center  of  the  specimen  were  relatively  uniform,  ranging  from  68.0%  to  71.4  %.  The  strains 
became  significantly  more  uniaxial  away  from  the  center  of  the  specimen,  with  the  transverse 
strains  ranging  from,  42%  to  54%  around  the  periphery  of  the  center  square,  and  the  axial 
strains  approaching  126%  in  the  outer  arms  of  the  specimen.  The  strains  in  the  specimen  are 
relatively  symmetric  with  respect  to  the  orthogonal  axes  of  the  specimen.  It  was  discovered 
that  is  was  possible  to  partially  release  the  clamping  pressure  once  the  specimen  was  loaded  to 
allow  for  some  adjustment  of  the  strain  in  each  of  the  arms. 

The  central  strain  of  69.8%  is  well  below  the  strain  calculated  from  the  initial  gage  length  of 
the  polymer  (118%).  One  factor  attributing  to  this  is  that  the  arms  of  the  specimen  are  more 
compliant  than  the  center  of  the  specimen  and  develop  much  higher  strains  (125%  on  average 
for  this  specimen)  in  the  direction  of  the  displacement.  The  other  factor  is  that  when  loading 
the  specimen  there  is  some  displacement  of  the  specimen  relative  to  the  clamps.  The  lines 
initially  at  the  edge  of  the  clamps  displaced  approximately  0.35  inches  towards  the  center  of 
the  specimen  for  GP-3-51. 

Specimen  HSIII-ALS05,  shown  in  Figure  6,  developed  an  average  strain  of  108.8%,  which 
again  is  well  below  the  strain  based  on  a  2  inch  gage  length  (i.e.  200%).  However,  there  is 
some  displacement  near  the  clamps  (approximately  0.5  inches)  and  the  axial  strains  in  the 
arms  are  quite  high  (approximately  200%).  Unlike  the  previous  specimen,  the  strains  are  not 
uniform  in  the  center  of  the  specimen.  Strains  along  the  4  central  lines  ranged  from  99.9%  to 
1 18.2%.  Adjusting  the  strains  in  each  arm  by  partially  releasing  the  clamps  made  some 
improvement  but  it  was  not  possible  to  obtain  a  uniform  strain  distribution  in  the  specimen. 
Upon  closer  inspection,  it  was  discovered  that  the  material  from  which  the  specimen  was  cut 
was  not  of  uniform  thickness,  with  one  end  nearly  twice  the  thickness  of  the  other. 

Both  specimens  were  held  in  the  strained  position  for  a  minimum  of  3  days  to  demonstrate 
that  the  strains  could  be  maintained  over  a  period  of  time.  Measurements  taken  at  selected 
points  on  each  specimen  revealed  that  there  was  no  measurable  difference  in  the  strains  after  3 
days. 

Attempts  were  made  to  produce  higher  strains  in  the  specimens  described  above  by  reducing 
the  gage  length.  The  specimens  were  removed  from  the  apparatus  and  clamped  closer  to  the 
center  to  reduce  the  gage  length  to  2.5  inches  for  the  GP-3-51  specimen  and  to  1.5”  for  the 
HSIII-ALS05  specimen.  One  of  the  arms  of  the  GP-3-51  specimen  failed  during  loading.  The 
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HSIII-ALS05  specimen  was  loaded  successfully  but  developed  a  tear  after  several  hours.  The 
tear  initiated  in  the  radius  between  two  of  the  arms.  Another  HSIII-ALS05  specimen  was 
tested  but  again  the  specimen  failed  shortly  after  loading.  Material  data  was  not  available  for 
the  materials  tested,  however  it  is  suspected  that  the  loads  were  approaching  the  failure 
strength  of  the  material. 
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Figure  5.  Specimen  GP-3-51.  Top  left:  unstrained.  Top  right:  strained  in  one  direction.  Center:  final 
strained  state.  Bottom:  strains  at  center  of  specimen.. 


8 


DRDC  Atlantic  CR2004-143 


Figure  6.  Specimen  HSIII-ALS05:  Top  left:  unstrained.  Top  right:  strained  in  one  direction.  Center:  final 
strained  state.  Bottom:  strains  at  center  of  specimen.. 
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4.  Conclusions  and  Recommendations 


An  apparatus  to  introduce  biaxial  strains  into  thin  polymer  films  was  successfully  designed, 
fabricated  and  its  performance  demonstrated. 

Initial  testing  has  shown  that  the  device  is  capable  of  introducing  and  maintaining  biaxial 
strain  in  polymer  dielectric  materials. 

The  average  strains  obtained  at  the  center  of  the  specimens  were  69.8%  (2.75  inch  gage 
length)  and  108.8%  (2.0  inch  gage  length).  The  materials  tested  were  not  capable  of 
maintaining  higher  strains  in  a  biaxial  loading  condition. 

The  strain  at  the  center  of  the  specimen  was  55-59%  lower  than  calculated  based  on  the  initial 
gage  length  due  to  the  compliance  of  the  specimen  arms  and  displacement  near  the  clamps. 
Allowances  for  the  arm  compliance  and  displacement  near  the  clamps  should  be  made  when 
determining  the  initial  gage  length  and  desired  final  strains. 
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